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1. FOREWORD  

 

This report summarizes  the results of the SQ O-EV2  (Round 9) proficiency testing program 

on the determination of the suitability of equipment  to withstand rapid changes of ambient 

temperature . This program is carried out under a simultaneous participation format, as 

described in clause A.2.2 of ISO/IEC 17043: 2023 (Types of PT schemes).  

South Quality  conducted the testing program in July /August  202 6. The aim of the program 

was to assess the ability of laboratories to competently perform the nominated tests . 

 

2. ORGANIZATION  

 

Program Coordinator:  Lic. Esther Casas  

Assistant Technician:   Berenice Ferrel  

Statistics :    Lic. Manuel Tozaki  

Supervision:    Eng. Emiliano Medina  

 

3. OBJECTIVE  

 

The objective of this proficiency testing program is to assess laboratories’ ability to perform 

the change -of-temperature test and report the results of the visual inspection and functional 

assessment of the equipment under test, in accordance with the fol lowing standard : 

 

Standard  

IEC 60068 -2-14: 2023  

 
To perform this verification, electronic devices were selected.  

Participants in this program have not been informed in advance about the expected behavior 

of the samples they receive.  
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4. PARTICIPANT S  

 

In the present round , 25 laboratories have particip ated with the following details : 
 

CODE  Country  ISO 17025 accredited  Results delivered  

01 Spain  Yes  Yes  

02  Chile  No  No  

03  Türkiye  Yes  Yes  

04  Germany  Yes  Yes  

05  France  Yes  Yes  

06  Mexico  Yes  Yes  

07  United Kingdom  Yes  Yes  

08  Portugal  Yes  Yes  

09  Brazil  Yes  No  

10 France  Yes  Yes  

11 Brazil  Yes  Yes  

12 Thailand  Yes  Yes  

13 Italy  Yes  Yes  

14 Italy  Yes  Yes  

15 Australia  Yes  Yes  

16 Argentina  No  Yes  

17 Germany  Yes  Yes  

18 South Africa  Yes  Yes  

19 Australia  Yes  Yes  

20  South Korea  Yes  Yes  

21 Vietnam  No  Yes  

22  Malaysia  Yes  Yes  

23  Romania  Yes  No  

24  Colombia  Yes  Yes  

25  France  No  Yes  
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5.  HOMOGENEITY  
 

A homogeneity study was conducted to verify the compliance of the samples with the 

requirements of the IEC 60068 -2-14 standard, utilizing an ISO 17025 accredited laboratory.  

Six  batches, each consisting of 3 5 units of different electronic equipment, were prepared and 

tested to analyze the homogeneity of the results.  

The control process followed ISO 33405: 2024, clauses 7.4.1.1 / 7.4.1.2. Stratified random 

sampling was applied, and the samples were selected using random -number -generation 

software .  

The results of this test are presented below : 
  

Size of each batch: 35 units  
Tested samples from each batch:  8 units  
Test conditions: Nb  / TA: -40 °C / TB: 50  °C / t1: 1 h 

 

DETERMINATION  

Homogeneity of results in the samples analyzed  

Batch: LEV3712  Batch: LEV3714  Batch: LEV3715  

Visual inspection  YES  YES  NO  

Functional performance  YES  YES  NO  

 
Size of each batch: 35 units  
Tested samples from each batch:  8 units  
Test conditions: Na  / TA: -25 °C / TB: 75 °C / t1: 2 h  

 

DETERMINATION  

Homogeneity of results in the samples analyzed  

Batch: LEV3 924  Batch: LEV3 925  Batch: LEV3 926  

Visual inspection  YES  YES  YES  

Functional performance  NO  YES  YES  

 
  

Samples for this program are taken from the selected batch es  identified as LEV3714 , and  

LEV3925 .  

The analysis of the test data indicated that the selected samples exhibited sufficient 

homogeneity for the program. Therefore, the results of participants identified as outliers 

cannot be attributed to sample variability.  
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6.  SAMPLE INFORMATION  
 

The following samples were sent for testing (Participant Code 1 2 ): 
 

Batch:  LEV3714  

Sample ID:  12 

Characteristics:  
Security camera  
Trademark: HIKVISION  
Model: DS -2CE56C0T -IRPF  

 

Batch:  LEV3925  

Sample ID:  12 

Characteristics:  

Luminaire (Floodlight)  
220/240V; 20W; 50Hz; 6500K  
Trademark: Interelec  
Model: 20WFL(6500K)  

 

7. IMAGES  

 

SAMPLE S  
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8.  ASSIGNED RESULTS  
 

The assigned results are derived from the consensus of the valid results reported by 

participating laboratories  (Consensus values ).  

Results submitted after the deadline, missing results, and results excluded under the statistical 

procedure are not included in the consensus.  

 

9.  STATISTICS  
 

The results must be treated as qualitative.  

For qualitative results, the comparison will be made directly against the assigned results , so 

any difference will be evaluated as Unsatisfactory . 

The assessment involves assigning a compliance verdict (PASS or FAIL) to each verification 

parameter (Visual and functional  performance ) carried out by each participant.  
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10. PARTICIPANTS ’ RESULTS  
 

LABORATORY 
CODE  

LEV3714  LEV3925  

Visual inspection  Functional performance  Visual inspection  Functional performance  

01 PASS  PASS  PASS  PASS  

03  PASS  PASS  PASS  PASS  

04  PASS  PASS  PASS  PASS  

05  PASS  PASS  PASS  PASS  

06  PASS  FAIL  PASS  FAIL  

07  PASS  PASS  PASS  PASS  

08  PASS  PASS  PASS  PASS  

10 PASS  PASS  PASS  PASS  

11 PASS  PASS  PASS  PASS  

12 PASS  PASS  PASS  PASS  

13 PASS  PASS  PASS  PASS  

14 PASS  PASS  - - 

15 PASS  PASS  PASS  PASS  

16 PASS  PASS  PASS  FAIL  

17 PASS  PASS  PASS  PASS  

18 PASS  FAIL  PASS  PASS  

19 PASS  PASS  PASS  PASS  

20  PASS  PASS  PASS  PASS  

21 PASS  PASS  PASS  PASS  

22  PASS  PASS  PASS  PASS  

24  PASS  PASS  FAIL  FAIL  

25  PASS  PASS  PASS  PASS  

 

ASSIGNED RESULTS  

LEV3714  LEV3925  

Visual inspection  Functional performance  Visual inspection  Functional performance  

PASS  PASS  PASS  PASS  
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11. EVALUATION OF PERFORMANCE  
 

Laboratory Code 01 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  
 

Laboratory Code 02 : The laboratory did not send the results before the deadline.  

 

Laboratory Code 03 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  
 

Laboratory Code 04 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  
 

Laboratory Code 05 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  
 

Laboratory Code 06 : The laboratory obtained UNSATISFACTORY  results in the verification 

of functional performance for both batches. However, it achieved SATISFACTORY  results in 

the verification of the remaining parameters.  
 

Laboratory Code 07 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  
 

Laboratory Code 08 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  
 

Laboratory Code 09 : The laboratory did not send the results before the deadline.  

 

Laboratory Code 10 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  
 

Laboratory Code 11 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  
 

Laboratory Code 12 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  
 

Laboratory Code 13 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  
 

Laboratory Code 14 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters  in batch LEV3714 . The laboratory did not participate in the testing of sample 

batch LEV3925 , as this laboratory does not perform the test using the Na method.  
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Laboratory Code 15 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  
 

Laboratory Code 16 : The laboratory obtained a UNSATISFACTORY  result in the verification 

of functional performance for batch  LEV3925 . However, it achieved SATISFACTORY  results 

in the verification of the remaining parameters.  
 

Laboratory Code 17 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  

 

Laboratory Code 18 : The laboratory obtained a UNSATISFACTORY  result in the verification 

of functional performance for batch  LEV3714 . However, it achieved SATISFACTORY  results 

in the verification of the remaining parameters.  
 

Laboratory Code 19 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  
 

Laboratory Code 20 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  
 

Laboratory Code 21 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  
 

Laboratory Code 22 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  
 

Laboratory Code 23 : The laboratory did not send the results before the deadline.  

 

Laboratory Code 24 : The laboratory obtained UNSATISFACTORY  results in the verification 

of both parameters for batch  LEV3 925 . However, it achieved SATISFACTORY  results in the 

verification of the remaining parameters.  
 

Laboratory Code 25 : The laboratory obtained SATISFACTORY  results in the verification of 

all parameters.  
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12. CONCLUSIONS  
 

The overall performance of the laboratories participating in the SQO -EV2 (Round 9)  program, 

based on expected results from the participating laboratories, was as follows:  
 

- Participants Codes 01, 0 3, 04, 05,  07, 08, 10, 11, 12, 13, 14, 15, 17, 19, 2 0, 21, 22, and  25  

have obtained a SUFFICIENT performance according to the expected results and should 

not take action;  

  

- Participants Codes 06, 16, 18,  and 24  have obtained an INSUFFICIENT performance in 

accordance with the expected results and must take corrective action (See annex B).  

 

The criteria used for the evaluation of the overall performance  are  the following:  
 

• SUFFICIENT  performance: No unsatisfactory results were obtained.  
 
 

• INSUFFICIENT  performance: An unsatisfactory result was obtained.  



   

DSQ-015 - REV 08 - SQO-EV2 R9 FR 12059-12 12 of 21 

 

 

 

APPENDIX A  
 

A1 - PARTICIPANT DATA  
 

Company:      TUV SUD THAILAND LIMITED  

Laboratory:         TÜV SÜD (THAILAND) LIMITED - AMATA CITY CHONBURI BRANCH  

Country:   Thailand  

Client ID:   S357  

Contact person:  Watcharin Khamsiri  

watcharin.k@tuvsud.com  

 

A2 - INSTRUCTIONS  

 

mailto:watcharin.k@tuvsud.com
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A3 - PARTICIPANT RESULTS  (Test report No. COM/R26/PT -005 )  
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----- END OF REPORT ----- 
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